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I.  Scientific  Objectives 

NERCET1C  particles  are  sensitive  probes  of  the  global 
state  of  the  magnetosphere.  Complete  energy  spectra  and 
pitch-angle  distributions  of  energetic  panicles  can  be  used  to 
identify  the  mechanisms  of  access,  acceleration,  transpon, 
and  loss  of  energetic  charged  particles  in  the  magnetosphere. 
Certain  unique  features  of  the  combined  release  and  radiation 
effects  satellite  (CRRES)  orbit  favor  the  investigation  of  these 
mechanisms  on  the  dayside  as  well  as  in  the  near-Earth  tail. 

The  CRRES  orbit  provides  encounters  with  the  dayside 
magnetopause  during  large  magnetospheric  disturbances  and 
thus  enables  the  study  of  magnetospheric  boundary 
phenomena.  Transport  of  panicles  across  the  magnetopause 
may  arise  through  wave-panicle  interaaions,'  steady  recon¬ 
nection,^  sporadic  reconnection,^  or  flux  transfer  events.'*  Us¬ 
ing  analytic  methods,’  we  intend  to  monitor  themagnetopause 
position,  its  orientation,  and  motion  whenever  the  satellite  is 
in  the  magnetospho'e  within  a  few  hundred  kilometers  of  the 
magnetopause. 

The  6.2Rc  apogee  can  also  provide  detailed  observations  of 
the  substorm  development  near  the  equatorial  plane.  Current 
substorm  models  can  be  enmined.  Many  observations  are  in 
agreement  with  models  in  which  the  substoim  is  triggered  in 
the  near-Earth  region  (10-20/?;)  of  the  plasma  sheet  by  the 
formation  of  a  neutral  line  at  wMch  magnetic  field  reconnec¬ 
tion  suddenly  takes  place.*  But  there  are  also  observations 
which  show  that  the  substorm  may  be  triggered  as  close  to  the 
Earth  as  the  geosynchronous  orbit.’-*  Roux  et  al.*  interpreted 
these  observations  in  terms  of  a  surface  wave  generated  by  a 
plasma  instability  in  the  transition  region  between  more 
dipolar  and  more  tail-like  geomagnetic  field  lines. 

Another  aspea  is  the  influence  of  storm  sudden  commence¬ 
ments  on  the  particle  distribution*-'*  as  well  as  their  role  in  the 
substorm  triggering." 

Interactions  of  particles  with  waves  are  important  for  the 
coupling  of  the  magnetosphere  with  the  ionosphere.  The 
waves  are  needed  to  scatter  field-aligned  ionospheric  particles 
onto  trapped  orbits.  Conversely,  waves  act  to  precipitate  par¬ 
ticles  into  the  ionosphere.  We  will  examine  the  effect  of  dif¬ 
ferent  plasma  waves  on  panicle  precipitation.  We  will  also 
study  the  effects  of  ion<yclotron  waves  on  protons. 

The  instrument  focuses,  funhermore,  on  studies  of  the 
natural  radiation  environment,  their  dynamics,  and  their  de¬ 
pendence  on  the  solar  activity. 

To  investigate  these  processes,  high-resolution  three- 
dimensional  particle  distributions  have  to  be  measured.  The 
electron  and  proton  -wide-angle  spectrometer  (EPAS)  is  well 
suited  for  this  purpose.  It  covers  the  energy  range  for  electrons 
from  21-28S  keV  and  for  protons  from  37  ke  V-3.2  MeV. 
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Fig.  1  Schematic  drawing  of  one  anil  of  the  spectrometer  with  a 
6IMee  opening  coiUmator  and  an  array  of  five  eieelron  detectors  and 
two  ion  telescopes. 


Table  1  EFAS  instrument  parameters 


Electrons 

(E0-E9) 

Protons 

(PO-P3) 

Energy  range 

21-300  keV 

32-3200  keV 

Integral  energy 

channels 

>25.5  keV 

>32.0  keV 

Differeniial  energy 

1. 

21.0-31.5  keV 

1.  37-54  keV 

channels 

2. 

31.5-40.0  keV 

2.  54-69  keV 

3. 

40.0-49.5  keV 

3.  69-85  keV 

4. 

49.5-59.0  keV 

4.  85-113  keV 

S. 

59.0-69.0  keV 

5.  113-147  keV 

6. 

69.0-81.0  keV 

6.  147-193  keV 

7. 

81.0-94.5  keV 

7.  193-254  keV 

8. 

94.5-112.0  keV 

8.  254-335  keV 

9. 

1 12.0-129.5  keV 

9.  335-447  keV 

10. 

129.5-151.0  keV  10.  447-602  keV 

11. 

151.0-177.3  keV  11.  602-805  keV 

12. 

177.3-208.0  keV  12.  805-3200  keV 

13. 

208.0-242.5  keV 

14. 

242.5-285.0  keV 

Look  directions 

20  deg  (EO);  30  deg  (El) 

26dn(P0) 

of  detectors 

40  deg  (E2);  30  deg  (E3) 

46  deg  (PI) 

with  respect  to 

60  deg  (E4);  70  deg  (E3) 

87deg(P2) 

the  spin  axis 

80  deg  (E6);  90  deg  (E7) 

107  deg  (P3) 

100  deg  (E8);  110  deg  (E9) 

Angular  resolutions 

in  elevation 

±3  deg 

±5  deg 

in  azimuth 

±2  deg 

±2  deg 

Geometric  factor 

. 

5xl0**cm’sr 

2.0X  10"*  emV 

Total  weight 

4.06  kg 

Total  power 

2.65  W  (average) 

n.  Instrument  Design 

EPAS  consists  of  two  identical  units  to  measure  eleorons  si¬ 
multaneously  in  ten  directions  and  ions  in  four  directions  over 
a  total  angular  range  of  *110  deg.  Each  unit  contains  a  mag¬ 
netic  defleaion  system  and  an  array  of  solid-state  detectors 
(Fig.l).  Panicles  entering  the  spectrometer  encounter  a  homo¬ 
geneous  magnetic  field  of  0.08  T  which  separates  protons  and 
heavier  ions  from  electrons.  The  magnetic  field  geometry  was 
designed  such  that  a  parallel  beam  of  electrons  entering  the  in¬ 
strument  at  a  given  angle  with  respect  to  the  axis  of  the  aper¬ 
ture  is  deflected  and  focused  to  a  single  point  irrespective  of  its 
energy.  The  deflection  system  thus  defines  a  focal  curve  on 
which  each  point  corresponds  to  a  given  angle  of  incidence  to 
the  spectrometer.  Along  this  focal  curve,  five  rectangular 
solid-state  deteaors  are  mounted  which  define  five  angular  in¬ 
tervals  within  the  60-deg  aperture  of  the  unit.  The  focusing 
can  be  achieved  for  electrons  with  energies  between  IS  and  3(X> 
keV. 

The  finite  width  of  the  entrance  hole,  the  geometry  of  the 
pole  pieces,  and  the  position  of  the  detectors  in  the  image 
plane  deTme  both  the  image  size  of  monoenergetic  electrons 
and  the  angular  resolution  for  the  velocity  focusing.  The  angle 
a  Gn  the  elevation  direction  with  respect  to  the  spin  axis)  is 
given  by  the  size  of  the  detectors,  whereas  the  angle  (azi¬ 
muthal  direction  around  the  spin  asis)  is  limited  by  the 
mechanical  aperture  to  a  few  degrees  (see  Table  1)  to  effec¬ 
tively  suppress  elearon  scattering  from  the  pole  pieces. 

The  influence  of  the  fringing  magnetic  field  at  the  entrance 
hole  and  where  the  electrons  exit  the  sector  field  can  have  an 
important  effea  on  the  image  aberration.  To  minimize  this  ef¬ 
fect,  a  magnetic  field  clamp  is  introduced  which  suppresses  the 
fringing  fleld.  The  entrance  hole  has  a  diameter  of  1.2  mm 
which  is  approximately  the  upper  limit  required  by  the  elec¬ 
tron  optic^  properties  of  the  magnet.  The  transmission  of  the 
inddent  electrons  through  the  magnetic  system  is  a  function  of 
the  partide  energy  and  the  angles  of  inddence  a  and  fi.  To 
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evmluate  the  focusing  properties  extensive  calibrations  were 
performed  (see  Sec.  IV). 

The  electrons  are  detected  with  rectangular,  totally  depleted 
silicon  surface  barrier  detectors.  The  active  area  is  5  x  10  mm^, 
and  the  thickness  is  300  nm  which  is  sufficient  to  absorb  elec¬ 
trons  with  energies  up  to  300  keV.  The  Ai-side  of  the  detectors 
is  facing  the  incoming  particles.  This  side  is  made  light  tight 
by  using  a  layer  of  120  fig/cm^  of  Al.  The  total  energy  range 
is  divided  into  14  approximately  logarithmically  spaced 
energy  channels  that  are  called  differential  energy  channels 
(see  Table  1). 

The  deflection  of  ions  with  energies  above  20  keV  is  negligi¬ 
ble.  They  move  on  almost  straight  lines  and  are  detected  in 
solid-state  detector  telescopes  (Fig.  1).  For  each  unit,  two 
telescopes  are  mounted  behind  the  magnetic  deflection  system 
and  define  two  directions  for  the  measurement  of  ions.  Each 
telescope  consists  of  a  front  and  a  back  solid-state  detector. 
The  front  detector  has  a  sensitive  area  of  30  mm  ^  and  is  used 
for  the  energy  analysis  of  ions;  the  back  deteaor  (sensitive 
area  of  100  mm’)  provides  a  veto  signal  to  reject  penetrating 
particles.  The  front  detector  of  the  telescope  is  operated  with 
the  aluminium  contact  facing  the  environment.  This  has  two 
reasons:  1)  the  Ai-contact  can  be  made  as  thin  as  IS  Mg/cm’, 
and  2)  the  detector  lifetime  against  radiation  damage  is  in¬ 
creased  by  two  or  more  orders  of  magnitude  in  total  ion  expo¬ 
sure.  The  energy  loss  in  the  dead  layer  depends  on  the  ion  spe¬ 
cies  and  its  energy.  It  amounts  to  about  7-8  keV  for  protons 
with  an  ener^  of  20  keV.  The  energy  loss  is  determined  at 
various  energies  from  measurements  in  the  Max-Planck-lnsti- 
tut  filr  Aeronofflie  (MPAe)  ion-accelerator  and  is  included  in 
the  energy  channels  for  protons  (see  Table  1). 

The  upper  energy  range  of  the  telescope  is  deflned  by  the 
thickness  of  the  front  detector,  which  amounts  to  100  ^ni,  and 
thus  covers  the  energy  range  up  to  about  3.2  MeV  for  protons. 
The  total  energy  range  is  ^vided  into  12  approximately 
logarithmically  spaced  energy  channels. 

No  identification  of  the  ion  species  is  possible.  Since  the  en- 
trpr  losses  in  the  dead  layer  increase  with  2,  we  expect  a  con¬ 
tribution  of  less  than  10%  to  the  count  rate  of  the  instrument 
by  ions  with  222  during  quiet  to  moderately  disturbed 
periods.  This  estimate  is  bas^  on  a  comparison  of  mea¬ 
surements  by  the  electron-proton  spectrometer  and  the  ion 
mass  spearometer  on  the  spacecraft  GEOS-1  and  -2. 


ELECTRONS 
I  I  PROTONS 


S/C 

SPIN  AXIS 

,  i 


Fig.  2  Look  directions  of  the  eleetron  and  proton  (ion)  detectors 
with  respect  to  the  spaceenrt  spin  axis. 


Because  of  the  deflection  in  the  magnetic  field,  electrons 
with  energies  below  800  keV  cannot  reach  the  proton 
telescopes.  Electrons  with  higher  energies  penetrate  the  front 
detector,  provide  a  veto  signal  in  the  back  deteaor,  and  are  re¬ 
jected.  For  this  reason,  the  lowest  energy  threshold  for  the 
protons  is  essentially  given  by  the  noise  of  the  front  deteaor 
and  the  analog  electronics. 

The  spearometer  uses  SmCos  as  magnaic  material.  The 
yoke  and  the  pole  pieces  are  made  from  magnetically  soft  iron 
with  a  very  smidl  coerdtive  force  and  high  permeability.  In 
order  not  to  disturb  magnetic  field  sensors  or  other  instru¬ 
ments  sensitive  to  magnetic  fields  on  the  spacecraft,  the  mag¬ 
netic  system  is  complaely  enclosed  by  a  shielding  can  of  high- 
permeability  material  (p-metal).  The  shielding  faaor  (ratio  of 
the  internal  and  external  field)  of  such  a  system  is  a  compli¬ 
cated  function  of  the  magnetic  permeability,  the  shape,  the 
size,  and  the  wall  thickness.  It  can  only  be  derived  from  mea¬ 
surements.  A  satisfaaory  attenuation  was  achieved  after  a 
careful  annealing  process  of  the  soft  iron  material  and  afta 
the  positioning  of  the  two  units  in  such  a  way  that  the  mag¬ 
netic  fields  between  the  pole  pieces  have  opposite  directions. 
In  this  position,  the  dipole  fields  cancel  each  other  and  only 
stray  fields  of  higher  order  will  remain.  The  measured  maxi¬ 
mum  value  of  the  residual  field  was  2  nT  at  a  distance  of  SO  cm 
from  the  center  of  the  sensor  system. 

The  sensor  is  thermally  isolated  from  the  analog  elearonics, 
since  the  daeaors  have  to  be  operated  at  a  lower  temperature 
than  the  elearonics.  In  faa,  the  deteaor  noise  can  be  substan¬ 
tially  reduced  if  the  deteaors  are  operated  at  temperatures  be¬ 
tween  -20*C  and  -i-S'C.  Therefore  the  front  of  the  sensor 
which  is  facing  the  outside  environment  is  designed  as  a 
radiator.  Small  elearically  conducting  second  surface  mirrors 
are  fixed  to  the  sensor  to  radiate  the  heat  into  space.  From 
measurements  during  the  solar  simulation  tests  we  expea  suf- 
fldently  low  sensor  temperatures. 

The  EPAS  spectromaer  contains  two  of  the  described  units 
and  covers  in  total  an  angular  range  of  *  1 10  deg.  The  sensor 
is  mounted  on  the  platform  of  the  spacecraft  and  is  direaed 
such  that  the  angular  range  of  110  deg  is  located  in  the  meri¬ 
dian  plane  of  the  satellite.  The  spearomaer  is  able  to  detea 
eiecuons  simultaneously  from  ten  directions  and  protons  from 
four  directions  (Fig.  2).  The  spin  axis  of  the  CRRES  space¬ 
craft  is  located  in  the  orbital  pUne. 

The  three-dimensional  directional  distribution  can  be  con¬ 
verted  into  a  pitch-angle  distribution  with  the  help  of  the  mag¬ 
netic  field  measurements  on  the  same  satellite.  The  pitch  angle 
is  a  function  of  the  local  magnetic  field  veaor  with  respea  to 
the  spin  axis  and  the  look  directions  of  the  different  daectors. 

III.  Analog  Electronics 

The  analog  elearonics  box  is  mechanically  conneaed  to  the 
sensor  box,  but  electrically  and  thermally  isolated  from  it.  The 
analog  box  consists  of  many  indiridual  housings  to  achieve  a 
careful  shielding  between  the  amplifier  chains  and  thus  to 
avoid  cross  talk.  The  electrical  interface  between  the  analog 
box  and  the  data  processing  unit  (DPU)  only  allows  the  trans¬ 
mission  of  digital  pulses. 

The  functional  block  diagram  of  the  analog  elearonics  of 
the  EPAS  instrument  is  shown  in  Fig.  3.  All  solid  state  detec¬ 
tors  (protons:  P0-P3;  electrons:  E0-E9)  are  followed  by 
charge-sensitive  preamplifiers,  pulse  amplifiers,  pulse 
formers,  and  discriminators. 

The  ion  telescopes  produce  three  different  sets  of  data:  the 
count  rates  of  the  front  detectors  (P0-P3),  the  count  rates  of 
the  back  deteaors  (U0-U3).  and  coincidence  counts  of  the 
front  and  back  deteaors.  The  count  rates  of  the  front  detec¬ 
tors  go  to  a  “Proton  Seleaor”  unit  that  selects  one  out  of  the 
four  daeaors  for  energy  analysis  in  the  proton  pulse-height 
aimlyza  (PHA).  This  analysis  is  only  carried  out  if  a  coinci¬ 
dence  baween  front  and  back  deteaors  has  not  occurred. 
These  data  are  called  differential  count  rates.  The  enagy 
thresholds  are  given  in  Table  1 .  Simultaneously  the  count  rates 
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of  the  four  front  detectors  are  routed  via  discriminators  to  the 
DPU;  these  are  called  integral  count  rates.  The  energy 
thresholds  are  given  in  Table  1. 

The  dau  lines  from  the  ten  electron  detectors  (E&-E9)  pass 
the  “Electron  Selector”  that  determines  on  whid  of  the  ten 
channels  energy  analysis  is  carried  out  in  the  electron  PHA. 
The  ten  dau  lines  are  also  routed  via  discriminators  as  integ^ 
count  rates  directly  to  the  DPU. 

The  proton  and  electron  PHAs  sort  the  count  rates  from 
one  seized  proton  and  from  one  electron  detector  into  12  or 
14  different  energy  intervals,  respectively.  The  differential 
count  rates  are  taken  consecutively  from  the  various  electron 
and  proton  deteaors.  The  sampling  time  for  the  protons 
amounts  to  512  ms  and  for  the  dectrons  to  256  ms.  During  the 
normal  mode,  the  proton  deteaor  sequence  is  P2,  PO,  PI ,  P3, 
P2,  PO;  P2, . . and  the  electron  deteaor  sequence  is  E6,  E9, 
E2,  E7,  E4.  EO,  E6,  E8,  El,  E5,  E3,  EO;  E6,  .  . .  These  se¬ 
quences  can  be  changed  by  command. 

The  integral  count  rates  are  obtained  simultaneously  for  all 
daeaors.  The  time  resolution  for  the  integral  count  rates  of 
dectrons  and  protons  amounts  to  512  ms. 

An  in-flight  test  generator  (IFQ  is  used  to  control  the  oper¬ 
ation  of  the  instrument.  Puto  with  varying  amplitudes  are 
fed  into  the  inputs  of  the  charge-sensirive  amplifiers  and  are 
counted  at  the  outputs  of  the  two  PHAs  as  well  as  at  the  out¬ 
puts  of  the  discriminators.  The  in-flight  calibrator  is  initiated 
via  the  IFC  ON  line  and  controlled  by  the  frequency  of  the 
IFC  clock. 

The  DPU  provides  16  scalers  to  monitor  the  integral  count¬ 
ing  rates  from  the  ten  electron  deteaors,  four  proton  front  de¬ 
teaors,  and  coinddence  and  back  daeaor  counting  rates  of 
the  proton  daeaor  seleaed  for  pulse-bdght  analysis.  Two 
scalm  in  the  DPU  are  driven  by  two  sets  of  4-Ut  address  and 
single  strobe  lines,  one  each  for  the  proton  and  electron  daec- 
tor  seleaed  for  pulse-ha'ght  analysis.  The  DPU  contains 
power  supplies  to  provide  powa  to  the  sensor  with  various 
voltages.  Details  of  the  DPU  are  published  in  this  volume.*^ 

rV.  Instmment  Calibration  with  an  Electron  Beam 

In  general,  the  transmission  of  incident  electrons  through 
the  magneric  system  shown  in  Fig.  1  is  a  function  of  parride 
enagy  and  the  incidence  angles  a  and  ff.  The  daection  effi¬ 


ciency  depends  on  the  aaive  area  and  relevant  paramaers  of 
the  daeaor. 

To  evaluae  the  focusing  properties  quantlutively  and 
thaewith  the  transmission  efficiency,  the  complae  system  was 
calibrated  with  electrons  in  the  energy  range  of  20s£sl50 
keV  supphed  by  an  electrosutic  accelerator  and  in  the  energy 
range  of  70s£s400  keV  using  electrons  from  a  Van-de- 
Ciaaf  generator.  (Both  the  accelerator  and  the  generator  are 
facilities  of  the  Gc^dard  Space  Centa,  Greenbelt,  Maryland.) 
The  experiment  was  mounted  on  a  platform  allowing  rotations 
around  two  axes  perpendicular  to  each  other  to  define  the 
angles  of  incidence  a  and  0.  The  accuracy  for  both  angles  was 
0.1  deg.  The  alignment  of  the  experiment  in  the  vacuum  cham- 
ba  with  respea  to  the  centa  of  the  beam  line  was  achieved  by 
opticsd  autocoUimation.  The  beam  diaroaa  was  15  mm, 
which  is  much  iarga  than  the  aperture  diameta  of  1.2  mm.  A 
monitor  deteaor  was  mounted  on  a  medianical  device  and 
could  be  moved  directly  in  front  of  the  collimator.  The  apa- 
ture  diamaa  of  the  monitor  daeaor  was  2.0  mm.  The  re¬ 
sponse  of  the  monitor  daeaor  was  used  to  inspea  the  spectral 
shape  of  the  beam  and  to  normalize  the  response  of  the  mag¬ 
netic  system. 

The  signals  generated  in  the  five  dectron  deteaors  were  pro¬ 
cessed  with  individual  amplifia-discriminuor-counter  chains 
allowing  simultaneous  measurements  from  all  deteaors.  A 
PHA  was  used  to  take  speara  routinely  from  each  daeaor  in 
orda  to  daea  spectral  distortions  due  to  scattering  in  the  in¬ 
strument. 

The  counting  rates  from  deteaors  E0-E9  and  the  monitor 
daeaor  wae  used  to  daermine  the  transmission  eDidency. 
The  spectral  information  was  used  to  correa  scattering  effects 
and  qrstem  noise. 

For  the  flight  dau  analyris,  we  will  use  from  the  calibration 
measurements  two  two-dimensional  ubles  which  give  I)  aaua^ 
look  direaions  for  all  electron  daeaors  vs  energy  channels 
and  2)  geometric  faaon  for  all  electron  deteaors  vs  energy 
channels.  Avaage  values  are  given  in  Table  1. 

V.  Performance  After  Launch 

The  EPAS  instrument  on  CRRES  has  been  operating  suc- 
cesssfully  rince  launch.  The  instrument  derign  temperatures 
wae  achieved.  The  operating  tempentures  reached  -20*C 


4 


613 


1 


CRRFS/MEB  Orbil  106  Sept  7,  1990 


4  DHTtrcBtial  ckctroa  faUcmllks  in  U  tantc  thinath  froa  dcttctor  £7  and  ion  inicntiUat  in  icn  cnciu  etanndi  from  detector  P2  darint 
CRRES  orbit  106. 


Fig.S  Intctrd i3cctfoaiotcMilic((£>2SJkcV) and  proton inteasi- 
lies  (E  >32  kcV)  in  a  time  va  pitch>Mtle  dtegmai  from  CURES  orbM 
73. 


for  the  sensor  end  +  6*C  for  the  analog  elearonics.  The  detec¬ 
tor  noise  kveb  were  comparable  to  the  values  measured  on 
ground. 

Fig.  4  displays  the  intensities  measured  in  12  differential  en¬ 
ergy  channels  of  the  electron  detector  E7  and  ten  differential 
energy  channels  of  the  proton  detector  P2  during  the  CRRES 
orbit  106.  The  data  were  averaged  over  1  min.  The  lowest  en¬ 
ergy  channel  is  displayed  on  top  of  each  pane)  and  is  ^ven  as 
Erst  channd  in  Table  1.  Near  2.«6  several  dropout  events 
were  observed.  During  these  events  the  count  rates  dropped  to 
zero  and  the  detector  noise  ievd  could  be  determined,  espe¬ 
cially  for  the  lowest  differential  electron  and  proton  channels. 


A  second  example  of  the  instrument  performance  is  shown 
in  Fig.  5.  The  int^iti  electron  (£>2S.S  keV)  and  ion  tE>32 
keV)  intensities  are  displayed  in  a  time  v$  pitch-angle  diagram. 
The  data  were  obtained  during  orbit  73  and  were  averaged 
over  1  min.  The  intensity  is  given  in  a  color  coded  logarithmic 
scale.  During  this  orbit  the  magnetosphere  was  not  disturbed. 
The  inner  and  outer  radiation  belts  together  with  the  slot  re¬ 
gion  are  clearly  identified. 
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TECHNOLOGY  OPERATIONS 


The  Aeioq)ace  Coip<mti<n  foncdoos  as  an  "arcfaitect-eiigiDeer”  for  oalional  secmity 
program,  qtecialiang  in  advanced  military  ^pace  systems.  The  Corporation’s  Technology 
Opaations  siqtports  the  effective  and  timely  development  and  operation  of  natknal  security 
systems  duough  scientific  leseaich  and  the  qiidicatioD  of  advan^  technology.  >^tal  to  the 
success  of  the  Coipmatioo  is  die  tedsdcal  staffs  wide-ranging  espeitise  and  its  ability  to  sti^ 
abreast  of  new  tecfaocdogical  developmeids  and  program  support  issues  assodaed  with  rsfudly 
evtdving  qpace  systems.  Contributit^  amiabilities  ate  provided  by  these  individual  Technology 
Centers: 

Electronics  TcduMlogy  Center:  KGcroelectrotBCS,  solid-stale  device  physics,  VLSI 
reliability,  compound  semiconductors,  radiation  hardening,  data  storage 
technologies,  infiaied  detector  devices  and  testing;  electro-optics,  quantum 
electronics,  solid-state  lasers,  optical  pn^Mgation  and  communications;  cw  and 
pulsed  chemical  laser  development,  optical  resonators,  beam  contrtd,  atmoqibeiic 
propagation,  and  laser  effects  and  countermeasures;  atomic  fieqnency  standards, 
qjfdied  laser  spectroscopy,  laser  chemistry,  laser  optodectronics,  phase  conjugation 
and  coherent  imaging,  so^  oeO  physics,  battery  dectrochemistry,  banery  testing  and 
evaluation. 

Mechanics  and  Materials  Technology  Ceatcr:  Evahiatioo  and  cfaaracieriTalion  of 
new  materials:  metals,  alloys,  ceramics,  pdymers  and  their  conqtosites,  and  new 
fioms  of  carbon;  devdopment  and  analysis  of  thin  films  and  deposititm  tedmiqiies; 
nmidestrnctive  evaluation,  coaqronem  failure  analysis  and  reliability;  fiacture 
mechanics  and  stress  corrosion;  development  and  evaluation  of  hardened 
conqronents;  analysis  and  evaluation  of  materials  at  cryogenic  and  devated 
tenqeratures;  lanndi  vdiicle  and  reentry  fluid  mechanics,  beat  transfer  and  flight 
dyninnics;  dhenucd  and  electric  propulsimi;  qtacecraft  structural  mechanics, 
sqnceciaft  survivability  and  vulneralality  assessment;  contamination,  thermal  and 
structural  control;  high  temperatnre  titermomecfaanics,  gas  kinetics  and  radiatirm; 
lubrication  and  surface  phenomena. 

^Moe  and  Environment  Techndogy  Center:  Magnetoqdieric,anroral  and  cosmic 
ray  jdiysics,  wave-particle  interactions,  magnetoqdieiic  plasma  waves;  atmospheric 
arid  ioiioi|dieric  jdiysics,  density  and  composition  of  the  upper  atmosphere,  remote 
sensing  using  atmoqiheric  rarhation;  solar  physics,  infrar^  astronomy,  infrared 
signature  analysis;  effects  of  sdar  activity,  magndic  stonns  and  nuclear  ejqplosions 
on  the  eartii's  atmosidiere,  ionoqdwie  and  magnetoqtheie;  eftcts  of  dectromagnetic 
and  particulate  radiations  on  ^ce  systems;  space  instrumentation;  propellant 
chemistry,  chemical  dynamics,  environmental  cbenustry,  trace  detection; 
atmospheric  chemical  reactions,  atmospheric  optics,  light  scattering,  stale-qpecific 
cfamnical  reactirms  and  radiative  signatures  of  missile  plumes,  and  sensor  out-of- 
fiddrof-view  rejection. 
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